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Nuclear magnetic resonance (NMR) experiments are typically performed with samples

immersed in a magnet shimmed to high homogeneity. However, there are many circumstances

in which it is impractical or undesirable to insert objects or subjects into the bore of a high-

field magnet. Here we present a methodology based on a novel adaptation of nutation echoes

that provides resolved spectra in the presence of matched inhomogeneous static and

radiofrequency fields, thereby opening the way to high-resolution ex-situ NMR. The

observation of chemical shifts is regained through the use of multiple-pulse sequences of

correlated, composite z-rotation pulses, producing resolved NMR spectra of liquid samples.
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The practice of high-resolution nuclear magnetic resonance (NMR) spectroscopy

usually involves the use of large magnets producing homogeneous static (B0) fields.

Experiments performed inside such magnets yield information about molecular structure and

dynamics through the observation of interactions such as chemical shifts and scalar couplings.

These features make in-situ NMR a powerful analytical tool used to study such diverse

questions as the metabolism of plants and organisms (1), the dynamics of geological processes

(2) and the characterization of technologically important new materials (3). For many

applications it would be useful if a mobile magnet could be scanned over an otherwise

inaccessible object or subject in order to acquire magnetic resonance information. The

advantage of such ex-situ analysis is that limitations of sample size and transportability no

longer prevail, but an accompanying handicap is that the magnetic fields are necessarily

spatially inhomogeneous. As a consequence, the NMR spectra become broadened to the extent

that resolution and associated chemical shift information are hidden, even if echo sequences

are used that enhance detection sensitivity by periodically refocusing the signal (4). Schemes

designed to extract spin-lattice and transverse relaxation times as diagnostic indicators of

composition in the absence of spectral resolution have been developed with broad applications

from material science and food technology to biomedicine (5). In a different context, several

schemes involving coherence transfer (6), cross relaxation (7) correlation spectroscopy (8) and

intermolecular dipolar fields (9) have been used in some circumstances to mitigate the effects

of inhomogenous fields. It has also been shown that nutation echoes can be generated by

matching radio-frequency (rf) gradients with static field gradients over a region of the sample

(10, 11), allowing the measurement of diffusion and volume-selective imaging (12).
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We now present preliminary results which show that spectral resolution can actually be

recovered and full chemical shift information can be obtained for a sample subjected to strong

static field inhomogeneity and excited by a surface coil. The novel methodology described

below involves the use of trains of composite z-rotation pulses inducing nutation echoes over a

region of matched rf and static field gradients.

A brief survey of our experimental setup is shown in Fig. 1. In order to emulate ex-situ

conditions inside the magnet bore, a static B0 field gradient was produced by driving current

into the x-gradient coils of the probehead. The sample was then attached outside the rf-coil.

Figure 2 displays 1H (proton) NMR spectra of trans-2-pentenal in a tube of 5 mm diameter and

2 cm length. The “normal” one-pulse free induction decay (FID) proton NMR spectrum in a

rather homogeneous B0 field (Fig. 2A), exhibits five resolved lines at 9.5, 7.0, 6.1, 2.4 and 1.1

parts per million (ppm) with relative intensities of 1:1:1:2:3 that correspond, respectively, to

the formylic, the two olefinic, and the two aliphatic protons. In the presence of a B0 gradient of

0.12 mT/cm, the inhomogeneously broadened spectrum (Fig. 2B) is rendered featureless and

extends over a range of 20 ppm – twice the normal chemical shift range of proton NMR

spectra. In contrast, the spectrum obtained by the use of an appropriately designed train of

composite z-rotation pulses (Fig. 2C) in the presence of the same field inhomogeneity revives

the spectroscopic resolution of all five proton NMR lines.

The basic mechanism underlying the use of composite z-rotation pulses can be

visualized by means of a classical vector diagram in the rotating frame (Fig. 3A). For spins

with the same chemical shift, different Larmor frequencies ( )r�0ω  throughout the sample give

rise to progressive dephasing during a free-evolution period. At any stage, this loss of

coherence can be reversed if a proper position dependent phase correction is applied. Note,
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however, that, by doing so, phase differences accumulated during the evolution and arising

from the chemical shifts and scalar J couplings are maintained. Such a position dependent

phase correction can be accomplished by using a z-rotation pulse

( )( ) ( ) ( )( ) ( ) yxyz rr −− = 22 πβπβ �� . Even in the presence of rf inhomogeneity and offset,

carefully designed constant-rotation composite (π/2)-pulses (13) ensure a 90o rotation for a

major part of the sample contributing to the induced signal. However, the rotation angle β

depends on the local rf strength ( )r�1ω  and for a fixed pulse length βτ , the phase correction at

each site is given by ( ) ( ) βτωβ rr ��

1= . If k  denotes the (position-independent) ratio between the

static field and the rf gradients, the length of the β-pulse for a given free evolution

interval dwτ is selected so that dwkττ β = . By this means, a nutation echo takes place at a time

2dwτ after the z-pulse is applied (see Fig. 3A). Accounting for an overall but constant phase

shift βτω10 , the measured signal at this single point is insensitive to field inhomogeneities but

fully preserves the chemical shift evolution during the period dwτ .

A generalization of this principle that combines the repeated application of composite

z-rotation pulses with stroboscopic acquisition (14) enables the direct detection of resolved

NMR spectra in inhomogeneous fields (Fig. 3B). In this pulse scheme, the magnetization is

initially dephased by a β-pulse of duration βτ  prior to the free evolution period dwτ . At the end

of this period, a nutation echo takes place and a single point acquisition is made; immediately

after, another constant rotation composite π/2-pulse tips the magnetization back onto zy plane

and the cycle starts again. The phase shift introduced at each step of the train can be easily

corrected by properly changing the phase of the synthesizer or by a frequency shift of the
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whole spectrum after processing the FID. In either case, this procedure provides a spectrum

that, despite strong field inhomogeneities, still contains the full chemical shift information of

the sample (15).

To a first approximation, the maximum available rf field (in this case, 25 kHz for spins

immediately close to the rf coil) sets a practical limit on the gradient strength that can be

handled: the higher the field inhomogeneity, the greater is the rf power required in order to

maintain the β-pulse offset independent in the region of interest. Under the present conditions,

resolved spectra in field gradients of up to 0.5 mT/cm (~20 kHz/cm) have been successfully

obtained (16). Although these values are still small compared to those found in practical

applications like those of the “NMR Mouse” (5), much improvement is expected by designing

pulse sequences to be less sensitive to offset, and by properly matching rf and static field

gradients over more extended regions.

The extension of these principles to multidimensional spectroscopy is straightforward

and Fig. 4 shows the COSY spectrum obtained on trans-2-pentenal under conditions identical

to those of Fig. 2 with the field gradients applied. Cross peaks indicating J-coupled proton

spins are still recognizable even though the field inhomogeneity is sufficient to completely

erase any spectroscopic information. The incorporation of this pulse sequence into other

schemes appropriate for higher field gradients as well as extensions to heteronuclear

spectroscopy (e.g., HETeronuclear CORRelation) and chemical-shift-resolved imaging are

possible and work in these directions is currently underway.

We note that the full spectroscopic information of a sample can still be obtained if a

period of free evolution under a static field gradient is followed by another period with the

field gradient reversed. In the context of ex-situ NMR, this concept could be implemented by
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the application of a magnetic field with a saddle point (17); the saddle point position being

determined by the application of auxiliary currents. The sample located on one side of the

saddle point during the first period will experience an opposite gradient if the saddle point is

appropriately displaced for the second period. This procedure represents an extension of the

sequence discussed above, now based on the degree of correlation attainable with static field

matching on both sides of the saddle point. Both the effective sample size and the magnitude

of the external field (and field gradient) could be potentially increased by this means since

offset problems affecting the performance of rf pulses, constrained to the excitation pulse, play

here a secondary role.

Finally, we mention a possible extension of the field variation concept that involves the

use of several coils to generate a magnetic field spinning at the magic angle (18, 19) with

respect to static ex-situ samples. The combination of spinning with high resolution in the

inhomogeneous fields would serve to overcome spectral broadening due to orientational

anisotropy, and could be extended to the enhanced ex-situ NMR of hyperpolarized gases (20,

21). Mechanical problems related to complex rotations of the sample (22) could be obviated,

opening the way to high resolution ex-situ NMR of solids and other systems in which in-situ

magic-angle spinning is known to be of benefit. Such systems include fluids contained within

the pores of solid materials or inside organisms, where resolution is often compromised by

orientation-dependent magnetic susceptibility (23).
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Figure Captions

Fig 1. Schematic representation of the experimental setup. A single solenoid serves to irradiate

and detect the NMR proton signal from a sample of trans-2-pentenal contained in a glass tube

inside the bore of a superconducting magnet. In order to simulate the environment of an ex-

situ surface coil, the sample is placed completely outside the solenoid central cavity. An

imaging coil set (not displayed in the figure) is used to generate a linear gradient of the static

field along the solenoid axis.  All experiments were carried out in a super-widebore imaging

magnet using an Infinity Varian spectrometer operating at 179.12 MHz proton frequency and a

home-built imaging probehead with three perpendicular gradient coils.

Fig. 2. (A) One-pulse proton spectrum of trans-2-pentenal (8 scans). The linewidth (~40 Hz) is

dominated by the intrinsic residual inhomogeneity of the magnetic field. (B) Spectrum of

trans-2-pentenal (64 scans, 2.2 kHz full-width at half maximum line broadening) in the

presence of a linear static field gradient of 0.12 mT/cm (~5 kHz/cm) along the sample axis. An

exponential apodization of 50 Hz was applied to enhance the signal to noise ratio. (C) Proton

spectrum obtained using the refocusing sequence of Fig. 3B after 64 scans, in the presence of

the same field gradient. Constant-rotation composite π/2-pulses were implemented by the

series (2γ)97.2 (4γ)291.5 (2γ)97.2 (γ)0 where γ represents a nominal π/2-pulse (13). The total

duration was 117 µs; τβ, the length of the β-pulse, was 23 µs for an evolution time τdw set at

250 µs. After processing the FID, the frequency units were shifted so that the position of the

most intense peak matched the corresponding peak observed in case (A). Even though the line-
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width is slightly increased, all non-equivalent proton resonances are resolved and the full

chemical shift information is recovered.

Fig. 3. (A) Rotating-frame classical diagram describing spin evolution under a train of z-

rotation composite pulses. For the sake of clarity, the diagram only depicts nuclear spins with

the same chemical shift but spread over different positions along the sample. During a free

evolution period, equivalent spins dephase due to the spatial dependence of the Larmor

frequency. “Faster” (“slower”) spins, located closer to (away from) the excitation coil, have

been labeled by a small f (s) in the diagram. A position-dependent phase correction is possible

through the pulse series ( ) ( )( ) ( )yxy r 22 πβπ �

− : (Perfect) constant rotation composite π/2-

pulses tip the spins back and forth between the xy and yz planes. In the region of the sample

where the static and rf field gradients are matched, a ( )( )xr�β  pulse applied over the proper

time period gives rise to an overall phase shift that exactly reverses the relative positions of

(chemically equivalent) fast and slow spins and induces a subsequent nutation echo. Because

the same phase shift equally affects nuclei with different chemical shifts, the echo amplitude

fully preserves the accumulated phase differences between chemically inequivalent spins. (B)

Pulse train actually used during the experiment. An initial dephasing induced by the

pulse ( )( )xr�β is refocused during the free evolution (or dwell time) period. A one-point

acquisition takes place at the nutation echo maximum, just before the next ( )2π  pulse. At

each step in the train, a phase alternation is performed in order to compensate for undesired

evolution during the rf irradiation. The entire rf sequence – indicated by surrounding brackets

in the drawing – is repeated, with stroboscopic detection providing the inhomogeneity-free
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free induction decay. The constant phase shift βτω10 remaining at each step of the train can be

corrected by sequentially adjusting the phase of the rf pulses or by a shift of the reference

frequency in the measured spectrum following data processing.

Fig. 4. (A) 2D correlation spectrum (absolute value mode) of trans-2-pentenal obtained

through (B) an adapted COSY sequence under conditions identical to those of Fig. 2B. A

linear static field gradient of 0.12 mT/cm (~5 kHz/cm) along the sample axis spreads the

Larmor frequencies in both dimensions over a range of 20 ppm and no relevant spectroscopic

information can be recorded with a standard experiment. In the present case, however, the

evolution period is made insensitive to field inhomogeneities by the use of a

pulse ( )( )xr�α before the standard ( )y2π  excitation pulse. The duration of ( )( )xr�α  is

sequentially incremented in a manner proportional to t1. The ratio is adjusted so that the

next ( )y2π  mixing pulse occurs synchronously with the nutation echo. In the direct

dimension, the detection is made stroboscopically in a way similar to that of Fig. 2C. After a

time 2/dwτ , a composite z-pulse is applied and the dephasing due to inhomogeneities is

reversed. A single point acquisition takes place at the expected nutation echo time in between

the pulses of the train. All diagonal peaks as well as most of the cross peaks for J-coupled

protons are regained (a higher level contour for peaks belonging to aliphatic protons has been

used to improve resolution). The number of increments for t1 was 64 in steps of 250 µs. This

was also the value assigned to dwτ ensuring the same bandwidth for both dimensions. The

number of scans for each evolution time t1 was 8.
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